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Residual (PSIA) = corrected instrument pressure - reference pressure

SENSOR SERIAL NUMBER: 1087
CALIBRATION DATE: 06-Mar-18

SBE 9plus PRESSURE CALIBRATION DATA
10000 psia S/N 122179

DIGIQUARTZ COEFFICIENTS: AD590M, AD590B, SLOPE AND OFFSET:
C1 =  -3.864344e+004
C2 =   3.241783e-001
C3 =   1.389640e-002
D1 =   3.376600e-002
D2 =   0.000000e+000
T1 =   3.019184e+001
T2 =  -1.977133e-004
T3 =   4.596520e-006
T4 =   4.018770e-009
T5 =   0.000000e+000

AD590M =   1.28170e-002
AD590B =  -9.04649e+000
Slope  =   0.99995
Offset =  -1.4693 (dbars)

PRESSURE
(PSIA)

INSTRUMENT
OUTPUT (Hz)

INSTRUMENT
TEMPERATURE (°C)

INSTRUMENT
PRESSURE (PSIA)

CORRECTED
PRESSURE (PSIA)

RESIDUAL
(PSIA)

14.754
2001.374
3988.398
5975.355
7962.088
9950.209
7962.316
5975.380
3988.336
2001.404

14.750

33131.10
33970.40
34787.10
35582.30
36357.30
37114.20
36357.40
35582.30
34787.10
33970.50
33131.10

22.6
22.6
22.6
22.7
22.7
22.7
22.7
22.7
22.8
22.8
22.8

17.008
2003.323
3990.691
5977.900
7964.590
9952.907
7964.846
5977.892
3990.685
2003.562

17.020

14.877
2001.087
3988.350
5975.454
7962.040
9950.252
7962.296
5975.447
3988.344
2001.326
14.889

0.123
-0.287
-0.048
0.099
-0.048
0.043
-0.020
0.067
0.008
-0.078
0.139

Date, Offset (PSIA)
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Sea-Bird Scientific 

13431 NE 20th Street 

Bellevue, WA  98005 

USA 

Phone: (425) 643-9866  Fax: 

(425) 643-9954  

www.seabird.com 

+1 425-643-9866 

seabird@seabird.com 

www.seabird.com 


