Residual (Degrees C)

Sea-Bird Electronics, Inc.

13431 NE 20th Street, Bellevue, WA 98005-2010 USA
Phone: (+1) 425-643-9866 Fax (+1) 425-643-9954 Email: seabird@seabird.com

SENSOR SERIAL NUMBER: 0680 SBE 38 TEMPERATURE CALIBRATION DATA
CALIBRATION DATE: 02-Mar-17 ITS-90 TEMPERATURE SCALE

COEFFICIENTS:

a0 = 5.525586e- 005
al = 2.713040e- 004
a2 = -2.258426e- 006
a3 = 1.461518e- 007
BATH TEMP INSTRUMENT INST TEMP RESIDUAL
©C) OUTPUT (counts) © C) € C)
-1. 5000 769022. 2 -1. 5000 0. 0000
1. 0000 685018. 3 1. 0000 -0. 0000
4. 5000 584323. 0 4. 4999 -0. 0001
8. 0000 500103. 0 8. 0000 -0. 0000
11. 5000 429418. 7 11. 5000 0. 0000
14. 9999 369893. 5 15. 0000 0. 0001
18. 5000 319600. 9 18. 5000 0. 0000
22.0000 276972. 5 22. 0000 -0. 0000
25. 5000 240727.7 25. 4999 -0. 0001
29. 0000 209816. 3 29. 0000 -0. 0000
32. 5000 183376. 2 32. 5001 0. 0001

n = Instrument Output (counts)
Temperature ITS-90 (°C) = 1/{a0 + al[In(n)] + a2[In’(n)] + a3[In’(n)]} - 273.15
Residual (°C) = instrument temperature - bath temperature

Date, Offset (mdeg C)

0024 - B e e e oo -—————~ @ 30-May-15 -0.06
- ; ; ; ; ; ; ; A 02-Mar17 000
= | | | | | | | |
L | | | | | | | |
| | | | | | | | |
= | | | | | | | |

0.01-- -~ (RN S S N S A RN .

- | | | | | | | |
= | | | | | | | |
| | | | | | | | |
’7 | | | | | | | |
(I | | | | | | | |
| | | | | | | | |
O * e ¢ e = -
— | | | | | | | |
[ | | | | | | | |
| | | | | | | | |
= | | | | | | | |
L | | | | | | | |
| | | | | | | | |

0.014 7777777 | - — — — N I - _ _ Lo - - - — - — — — _ | —

‘ ; ; ; ; ; ; ~POST CRUISE

- 1 1 1 1 1 1 . CALIBRATION

S
0OZTTTVTTFTTr*iTTT\”iTrT | TT mT \’i’T’FTT’i’TT’FT’i’FT’FT’i

5 0 5 10 15 20 25 30 35

Temperature (Degrees C)



