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Residual (PSIA) = corrected instrument pressure - reference pressure

Sea-Bird Electronics, Inc.
13431 NE 20th Street, Bellevue, WA 98005-2010 USA

Phone: (+1) 425-643-9866 Fax (+1) 425-643-9954 Email: seabird@seabird.com

SENSOR SERIAL NUMBER: 1088
CALIBRATION DATE: 07-Mar-17

SBE 9plus PRESSURE CALIBRATION DATA
10000 psia S/N 122180

DIGIQUARTZ COEFFICIENTS: AD590M, AD590B, SLOPE AND OFFSET:
C1 =  -3.997160e+004
C2 =  -4.217076e-002
C3 =   1.299970e-002
D1 =   3.392200e-002
D2 =   0.000000e+000
T1 =   3.015580e+001
T2 =  -2.779480e-004
T3 =   4.223280e-006
T4 =   3.164730e-009
T5 =   0.000000e+000

AD590M =   1.28240e-002
AD590B =  -9.41312e+000
Slope  =   0.99992
Offset =  -0.2858 (dbars)

PRESSURE
(PSIA)

INSTRUMENT
OUTPUT (Hz)

INSTRUMENT
TEMPERATURE (°C)

INSTRUMENT
PRESSURE (PSIA)

CORRECTED
PRESSURE (PSIA)

RESIDUAL
(PSIA)

14.555
2000.325
3987.407
5974.691
7962.022
9949.969
7962.116
5974.702
3987.507
2000.457

14.548

33171.80
33984.30
34775.70
35547.10
36299.50
37034.60
36299.70
35547.20
34775.90
33984.40
33171.80

22.5
22.6
22.7
22.7
22.7
22.7
22.7
22.7
22.8
22.8
22.8

14.934
2000.833
3988.020
5975.622
7962.830
9951.068
7963.356
5975.863
3988.504
2001.046

14.876

14.520
2000.255
3987.279
5974.717
7961.761
9949.835
7962.287
5974.957
3987.762
2000.467
14.461

-0.035
-0.070
-0.128
0.026
-0.261
-0.134
0.171
0.255
0.255
0.010
-0.087

Date, Offset (PSIA)


